Pilot lamp 990-000-KO, prod. Swisstac 
Bezel 18x24mm, nr katalog. 200-6000-00 
Lens RED 18x24mm, nr katalog. 200-5120-00 


MultiLED 12VDC RED, nr katalog. 390-6212-00 Stepping motor 


P310.158.005.10, prod. ESCAP 


FISCHER 
104 A056 
(female socket) SHUTTER_DRV_A 
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104A056 — 
Pinno Description | Cable color green Lea 
1 M1 stepping motor | White 2 
2 M2 stepping motor | Red 
3 M3 stepping motor | Yellow SHACK _B 
4 M4 stepping motor | Green 
5 SHACK_A Brown SHACK_A 
6 VCC (+5V) [Blue 
7 SHACK# (TTL_OUT) violet SHACK# 
8 [GND Pink _ 
9 
10 
11 SHACK_B Yellow/Brown 
@ oxford diffraction "= GONIO68332 
DRG NO. ENHANCE 
A. No A B C OD-1-06-30 Schutter connections 
- : PILE: \\electronics\xcalibur\gonio68332\Wersje HEY: 
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